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Guidelines do not include cerebral oximetry among monitoring for carotid endarterectomy (CEA). The purpose of this study was
to evaluate the reliability of near-infrared spectroscopy (NIRS) in the detection of clamping ischemia and in the prevention of
clamping-related neurologic deﬁcits using, as a cutoﬀ for shunting, a 20% regional cerebral oxygen saturation (rSO2) decrease if
persistentmorethan4minutes,otherwisea25%rSO2 decrease.BilateralrSO2 wasmonitoredcontinuouslyinpatientsundergoing
CEA under general anesthesia (GA). Data was recorded after clamping, declamping, during shunting and lowest values achieved.
Preoperative neurologic, CT-scan, and vascular lesions were recorded. We reviewed 473 cases: 305 males (64.5%) mean age
73.3 ±7.3. Three patients presented transient ischemic deﬁcits at awakening, no perioperative stroke or death; 41 (8.7%) required
shunting: 30 based on the initial rSO2 value and 11 due to a decrease during surgery. Using the ROC curve analysis we found, for
a >25% reduction from baseline value, a sensitivity of 100% and a speciﬁcity of 90.6%. Reliability, PPV, and NPV were 95.38%,
9%, and 100%, respectively. In conclusion, this study indicates the potential reliability of NIRS monitoring during CEA under GA,
using a cutoﬀ of 25% or a cutoﬀ of 20% for prolonged hypoperfusion.
1.Introduction
TheEuropeanSocietyforVascularandEndovascularSurgery
(ESVS) guidelines [1] state that there is no evidence for the
routine use of shunts during carotid endarterectomy (CEA)
(grade A) and that both local and general anesthesia are
safe (grade A). A critical issue conﬁrms “there is insuﬃcient
evidence from RCTs to support or refute the use of routine
or selective shunting during CEA.”
ItalianSPREADguidelines[2]regardingmonitoringdur-
ing CEA also state that there is little evidence to support spe-
ciﬁc monitoring in cases of selective shunting and that elec-
troencephalography (EEG) combined with stump pressure
(SP)measurementcanreducethenumberofshuntsrequired
without increased risk of perioperative stroke [3].
The European and Italian Society for Vascular Surgery
guidelinesdonotincludecerebraloximetry(CO)usingnear-
infrared spectroscopy (NIRS) among methods for the eval-
uation of cerebral ischemia during CEA under general anes-
thesia (GA). Many authors do not recommend this monitor-
ing, assuming many limits of this method, such as the wide
range of baseline regional cerebral oxygen saturation (rSO2)
v a l u e sa n dl a c ko fa na b s o l u t el o w e rc u t - o ﬀ value. However,
NIRS is widely used in cardiac, pediatric, neurosurgery and
ICU for monitoring during and after operations [4]; more-
over, it is used by anesthesiologists for the manipulation of
blood pressure to optimize cerebral perfusion [5].
NIRS and its possible use in the evaluation of clamping
ischemia has been reported in many papers [6]. Parameters
reported by diﬀerent available NIRS instruments are rSO2,
changesinintracerebralsaturation(CsO2),andtissueoxygen
index (TOI) [7]. Parameters obtained using diﬀerent tools
are not comparable [8].
Firstly, we compared EEG and NIRS in a small sample of
patients submitted to CEA under GA, showing a lowering of
EEG records for decrease of rSO2 values between 13% and
25%overbaselineandaﬂatteningfordecreasesbetween19%
and23%[9].Then,inasampleof248patients,usingacutoﬀ2 Stroke Research and Treatment
of 15% baseline decrease, we recorded 99.59% reliability,
sensitivity of 66.6%, and speciﬁcity of 100% [10].
In patients operated under local anesthesia (LA), Roberts
observed the appearance of neurologic symptoms for de-
creasesofrSO2 greaterthan27%[11].Usinga20%cut-oﬀin
patients operated under LA, Samra et al. [12] showed a sen-
sitivity of 80% and speciﬁcity of 82%.
Since January 2000, we have routinely used NIRS with a
20%rSO2 decreasecut-oﬀvalueforthedecisiontoshuntpa-
t i e n t ss u b m i t t e dt oC E Au n d e rG A .
The purpose of this study was to evaluate NIRS reliability
in the prevention of cerebral clamping ischemia during CEA
under GA, with persistent neurologic deﬁcit at awakening,
using a 20% rSO2 decrease as cutoﬀ, if persistent more than
4 minutes, otherwise a 25% rSO2 decrease.
As there is no valuable gold standard, and as many recent
papers compare their results to those obtained using the
stump pressure measurement, we estimated diagnostic accu-
racy across the group, also comparing accuracy between
NIRS and SP measurement.
2.MaterialsandMethods
In this study, we evaluated prospective data of all patients
consecutively submitted to elective CEA between 2006 and
2008 for symptomatic and asymptomatic carotid stenosis.
Patients who underwent routine shunting (due to large con-
tralateral infarction at preoperative CT-scan and patients
treated by junior surgeons), plus those treated for urgent
CEAandunderremifentanilanaesthesia,wereexcludedfrom
analysis.
Preoperative evaluation included CT-angiography of
supraortic and intracranial vessels and brain-CT.
All patients were operated under GA, using standardized
protocol with a combination of fentanyl and sevoﬂurane and
including the i.v. administration of 2,500IU of heparin dur-
ing vessel preparation, before clamping. Vessel preparation
was performed without distal clamping. Inﬁltration of caro-
tid sinus with lidocaine was used in those few patients who
showed heart rate modiﬁcations during vessel dissection.
Antiplatelet treatment was begun at least one week before
surgery or maintained. At the end of the procedure, heparin
was not reversed; a completion duplex ultrasonography was
performed before skin closure.
Bilateral regional cerebral oxygen saturation (rSO2)w a s
measured in the frontoparietal area using an INVOS 4100
cerebral oximeter (Somanetics, Troy, Mich, USA), consider-
ing oxygen saturation percentage as an absolute number and
measuring rSO2 changes using the formula: delta = (basal
value − actual value)/basal value. Vital software, implemen-
ted in recent years, treats rSO2 values as absolute numbers
and calculates percent changes between basal value and
actual value using the same formula, also showing a 20% de-
saturation threshold line. The rSO2 was monitored contin-
uously throughout the procedure; data was recorded at 20
second intervals. Probes were placed before positioning the
head of the patient; rSO2 value modiﬁcations during head
positioning leadtomodiﬁcation ofsurgicalposition suspect-
ing reduced eﬃcacy of the vertebral collateral pathway.
All NIRS evaluations recorded for each patient through-
out the procedure were collected and stored for detailed
analysis.
Forthisstudywechosethevaluerecordedafterinduction
of GA as rSO2 basal value (T0), when oxygenation and sys-
temic blood pressure were considered normal forthe patient.
We recorded rSO2 values one minute after clamping (C1),
one minute after insertion (S1) and after removal (S2) of the
shuntinshuntedpatients,thenintheﬁrstthreeminutesafter
declamping (D1-D2-D3). Finally, we recorded the lowest
rSO2 value (L-rSO2), the maximum percentage decrease of
rSO2 over the basal value (delta rSO2), and the time extent of
delta greater than 20% (T3). In 59 cases (12.5%), when rSO2
dropped more than 25% at carotid clamping, we declamped
within one minute, to improve systemic blood pressure and
to prepare for quick shunting; this value was recorded as trial
clamping (T1).
Stump pressure (SP) was measured, but indication for
shunting was based on a delta rSO2 greater than 20%, if not
improved within 3 minutes by increasing the systemic blood
pressure, or greater than 25%. Shunt insertion was not per-
formed in patients at risk of dissection and during the arter-
iotomy suture, when we presumed a further ischemic time of
less than 4-5 minutes.
Other parameters, including neurological classiﬁcation,
presence or absence of ischemic lesions at CT-scan, and pre-
operative and completion ultrasound evaluations, are rou-
tinely recorded in a dedicated database. For preoperative
neurological classiﬁcation, we considered as asymptomatic
all patients without ipsilateral hemispheric focal symptoms
in the previous six months. Cerebral CT-scan was considered
positive in presence of ischemic lesions including lacunar
infarcts.
Anesthesiologists and surgeons assessed clinical results at
patientawakening,conﬁrmedbyanindependentneurologist
within 24–36 hours after the operation, before discharge. All
patients withneurologic deﬁcitsorheadshakeunderwent ur-
gent CT-scan, repeated after 24 hours if symptoms persisted.
In addition, patients with an intraoperative rSO2 decrease
>20%formorethanfourminutesunderwentCTscanbefore
discharge.
The Local Research Ethics Committee granted approval
for an observational study in consecutive patients treated for
CEA.
3.StatisticalAnalysis
Data was analyzed using SPSS statistics version 17.0 for Win-
dows (SPSS Inc. Chicago, Ill, USA). Categorical data was
analyzed using Chi square or Fisher’s exact test where appro-
priate. Diﬀe r e n c e si nm e a nv a l u e so fa g e ,S P ,a n dC Oi nb o t h
patient groups (those who required a shunt and those who
were not shunted) were evaluated by 2-tailed t-Student test
for unpaired samples. Mean rSO2 trend during surgery was
evaluated using a 2-tailed t-Student test for paired samples.
Relationships between rSO2 and SP were analyzed usingStroke Research and Treatment 3
Pearson’s correlation test (two tails). Data were tested for
normality using the Kolmogorov-Smirnov test.
For assessment of the accuracy of cerebral oximetry in
discriminating ischemic from nonischemic patients, we per-
formed receiver operating characteristic (ROC) analysis.
Reliability was also calculated determining true and false
positives and negatives, positive predictive value (PPV), and
negative predictive value (NPV) in subgroup of nonshunted
patients, using speciﬁcity and sensitivity tests.
Data is presented as mean (or median) ± SD. Probability
values < 0.05 were considered statistically signiﬁcant.
4. Results
A total of 473 cases were reviewed: 305 males (64.5%) mean
age 73.3 ± 7.3 (range 50–86); 333 were asymptomatic for the
ipsilateralhemisphere,but70ofthesehadischemiclesionsin
the ipsilateral hemisphere at cerebral CT-scan. Overall brain
CT scan presented ipsilateral preoperative ischemic lesions
in 162 (34.2%) patients. Detailed patient characteristic data
is reported in Table 1.
No strokes or deaths were reported in the postoperative
period.
Three patients (all women), operated for mono- and bi-
lateral stenosis, presented transient neurologic symptoms
(TIA)atawakening;patientsno.1andno.3requiredextend-
ed clamping time. In case one we inserted a shunt between
the common and external carotid artery, as it was impossible
to perform a carotid reconstruction with an intraluminal
shunt in the normal position. RSO2 increased, but remained
lower than 20% overall for 17 minutes subdivided into three
periods of three, eight, and six minutes, respectively. The pa-
tient awoke slowly with uncertain neurologic deﬁcits but re-
covered after a few minutes. In case three the shunt did not
work due to distal kinking. On awakening she demonstrated
mild paresis of the hand but recovered after 30 minutes. Pa-
tient no. 2 had very low SP and basal rSO2, quickly recovered
to 47% after shunt insertion; low perfusion lasted three min-
utes before shunting and for a further three minutes after
shunt removal. At awakening the patient showed paresis of
theupperlimbwhichrecoveredwithinonehour.Allpatients
had a decrease >25% which lasted for two—ﬁve minutes,
none had changes at brain CT-scan, and none presented new
neurologic symptoms (see Table 2).
5. MonitoringEvaluation
In general rSO2 decreased after carotid clamping (C1), but in
some patients it spontaneously increased after clamping due
to carotid bulb baroreﬂex. Clamping induced a signiﬁcant
decrease of mean rSO2 value (P<0.0001) in both patient
groups.MeanrSO2 increasedslightlyoverbasesoonafterde-
clamping(D1-D2-D3).NodiﬀerencewasnotedinrSO2 after
trial clamping (when performed) and deﬁnitive clamping.
After declamping we observed an immediate increase of
rSO2;oneminuteafterdeclamping,meanvaluesweresimilar
to base, but signiﬁcantly slightly higher (P<0.002) (Tables
3 and 4). In 12 cases, prevalently nonshunted patients, with
delta rSO2 < 20% (5 cases) and >20% (7 cases), we observed
at e m p o r a r yr S O 2 increase considered as an instrumental
sign of hyperperfusion.
The shunt signiﬁcantly increased mean rSO2 one minute
after insertion (P<0.0001), even though mean data remain-
ed signiﬁcantly lower than baseline (P<0.0001) (see
Table 4).
One hundred and four patients reached a delta rSO2
greater than 20% and only 46 greater than 25%. SP was
<50mmHg in 172 cases. An intraluminal shunt was inserted
i n4 1c a s e sa ss o m er S O 2 decreases lasted for less than two
minutes or arose during carotid suture.
Relationships between SP and C1 values were not signi-
ﬁcant; in fact there was a weak but signiﬁcant inverse rela-
tionship between SP and delta-rSO2 (−0.273; P<0.0001).
Evaluating the diﬀerences between two categories of SP
(<50mmHg and ≥50mmHg) and delta rSO2 using two cut-
oﬀ values, a signiﬁcant diﬀerence emerged between the two
parameters using both a delta rSO2 cut-oﬀ of 20% (P<
0.002) and 25% (P = 0.016, Fisher’s exact test).
Twenty-four patients presented rSO2 lower than 40%
during clamping with a further ﬁve lower than 30%. Two
symptomatic patients, at awakening, reached 28% and 27%
during clamping, respectively, while the lowest value of other
symptomatic patients was 49%. (See Table 2.)
6.Reliability
Using the ROC curve analysis, we calculated the sensitivity
a n ds p e c i ﬁ c i t yo fm a n yd i ﬀerent threshold reductions of
rSO2 indetectingneurologicdeﬁcitsaftercarotidendarterec-
tomy. Plotting these thresholds on a graph of sensitivity ver-
sus, 1−speciﬁcity in order to ﬁnd that with the best perfor-
mance we found, for a >25% reduction from baseline value,
a sensitivity of 100% and a speciﬁcity of 90.6% (CI (95%)
0.934–0.997).Theshapeofthecurveisverysquareindicating
excellent performance of cerebral oximetry in preventing
neurologic deﬁcits (Figure 1). The lower rSO2 value did not
result predictive (AUC 0.075, SE 0.059, CI (95%) 0-1).
Reliabilitywasalsocalculatedinthegroupof433patients
nonshunted or with nonfunctioning shunts, including the
patient with the shunt in the external carotid artery. Using
a delta cutoﬀ o f2 5 % ,r e l i a b i l i t y ,s e n s i t i v i t y ,s p e c i ﬁ c i t y ,P P V
and NPV were 95.38%, 100%, 95.36%, 9% and 100% res-
pectively. When using a 20% cutoﬀ they were 82.67%, 100%,
82.83%, 2.26% and 100% respectively.
UsinganSPof50mmHgascutoﬀinthesamegroup,reli-
ability, sensitivity, speciﬁcity, PPV, and NPV were 36.6%,
66%, 47%, 0.6%, and 99.4%, respectively.
7. Discussion
Endarterectomy under GA needs cerebral monitoring to
avoid ischemic deﬁcits and/or the routine use of shunts. EEG
is the most studied neurophysiologic technique which shows
functional deﬁcit when blood ﬂow is <20mL/100g/min;
however, we know that cerebral damage occur at a ﬂow of
<6–10mL/100g/min. EEG also presents some disadvantages4 Stroke Research and Treatment
Table 1: Patient characteristics and analysis of the diﬀerence between the groups in relation to shunting and symptoms at awakening.
Characteristics Num./mean %/SD Not shunted Shunted P Asympt. Sympt. P
Patients 473 432 41 470 3
Sex M 305 279 26 NS 305 0 0.0044
F 168 153 15 165 3
Age 73.3 7.4 73.3 ± 7.4 73.3 ± 7 NS 73.3 ± 7.3 74.6 ± 9N S
Symptoms
none 333 70.4 305 28 332 1
TIA 46 9.7 42 4 45 1
ocular 11 2.3 9 2 11 0
VB/
borderline 30 6.4 27 3 NS 30 0 NS
m-stroke 32 6.8 27 5 31 1
stroke 21 4.4 20 1 21 0
Contralat.
stenosis
None 311 65.7 291 20 310 1
>70% 134 28.3 123 11 <0.0001 132 2 NS
Occlusion 28 5.9 18 10 28 0
Positive CT
scan
Ipsilateral
only 60 12.7 52 8 59 1
Bilateral 102 21.6 94 8 NS 101 1 NS
Contralat.
only 42 0.9 37 5 42 0
Monitoring
T0 64.8 ±9.8 64.9 ± 9.7 64.4 ± 10.3 NS 64.9 ± 9.7 50.6 ± 14.4 0.012
Delta-RSO2 13.5 ±9.8 12.3 ± 8.7 26.1 ± 11.1 <0.0001 13.4 ± 9.7 32.4 ± 5.4 <0.001
Stump
pressure 59.8 ±23.13 61.9 ± 22.6 38.6 ± 16.1 <0.0001 59.6 ± 23.1 52.3 ± 28.5 NS
Table 2: Characteristics of patients with TIAs at awakening.
N Age carotid lesion Bain CT Preop. symptoms Stump press. RSO2 Shunt 20 Time > 25
No. Omo Ctr mmHg T0 C1 Min Delta (%) min Min
18 4 B S + − TIA 50 67 62 49 26.87 ECA 3 + 8 + 6 5
26 6 M S −− Asympt. 25 40 27 27 32.50 Yes 3 + 3 3 + 2
3 74 BS + + mStroke 82 45 35 28 37.78 NF 2 + 1 2 + 1
MS: monolateral stenosis, BS: bilateral stenosis, omo: omolateral brain, ctc: contralateral brain CT, ECA: shunt inserted in external carotid artery for technical
reason, NF: not functioning, time: time length delta-RSO2 >20%/25% recorded consecutively in two or more steps of the operation.
as its use requires the presence of a neurologist and has other
limits due to anesthetic drugs and its inability to highlight is-
chemic complications of the subcortical and internal capsule
area [13]. One review shows an incidence of false positives of
between8%and13%whilefalsenegativesrangebetween5%
and 50% [14]. False negatives are often associated to lacunar
infarct [15], under LA reaching up to 40.6% [16]a n da r e
particularly dangerous.
The incidence of ischemic complications due to carotid
clamping is fortunately low; therefore, it is diﬃcult to ﬁnd
signiﬁcant data for each monitoring tool.
Cerebral oximetry by NIRS is the latest monitoring pro-
posed; it has been criticized for the wide range of values in
normal conditions and for the lack of a sure cut-oﬀ value.
Moreover, there are many confounding factors that may
changerSO2,suchasmodiﬁcationofsystemicoxygensatura-
tionandbloodpressure,bronchodilatation,andsoforth,but
these same factors could also modify brain perfusion dur-
ing LA with an increase of neurologic symptoms. As these
factors can be quickly modiﬁed by the anesthesiologist,
with consequent return to normality, we did not take them
into account. Otherwise, all medications used for GA in-
ﬂuence all neurophysiologic monitoring. Notwithstanding
these criticisms, many studies conﬁrm NIRS reliability.
When compared with SSEP, NIRS showed a greater rSO2
decreaseinpatientswithﬂatteningofpotentials[17].Studies
obtained using INVOS showed good relationships between
NIRS, jugular bulb venous oxygen saturation (SjO2), and
trans-cranialDoppler(TCD)[18].Todate,theproposedcut-
oﬀ for NIRS ranges between a 15% and 25% reduction over
baseline.
Samraetal.[12]usingacutoﬀof20%,inpatientsoperat-
edunderLA,recordedasensitivityof80%andaspeciﬁcityof
82% concluding that using a cutoﬀ greater than 20%, NIRSStroke Research and Treatment 5
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Figure 1: ROC curve of delta rSO2. Area under the curve 0.966, SE
0.016, CI (95%) 0.934–0.997.
Table 3: Mean values of rSO2 recorded in the diﬀerent steps of
operation compared to mean T0 values. P = P value (two-sided)
t-Student test for paired samples.
RSO2 values Mean SD P
T0 64.85 9.8
T1 59.44 10.3 <0.0001
C1 59.34 10.4 <0.0001
L- RSO2 56.29 10.3 <0.0001
D1 65.42 10.3 0.064
D2 66.38 34.3 N.S.
D3 64.61 9.7 N.S.
Table 4:MeanvaluesofrSO2 recordedinthetwogroupsofshunted
and not shunted patients.
Time Shunted Not shunted
Mean SD Mean SD
T0 64,41 10,31 64.89 9.76
T1 53,88 10,842 59.99 10.12
C1 52,37 11,467 64.53 10.27
S1 59,27 12,994
S2 51,46 11,567
D1 63,88 11,122 65.73 9.87
D2 62,80 15,302 65.26 9.84
D3 64,15 11,421 64.69 9.55
hasasensibilityandspeciﬁcitysimilartoEEGandSSEP,with
a low incidence of false negatives but a high incidence of false
positives.
Another study [19], also performed under LA, compar-
ingNIRS,TCD,SP,SSEP,withneurologicsurveillance,found
as cutoﬀ: a 20% decrease of basal rSO2, a 48% decrease of
TCD, 40mmHg of SP, 50% decrease of SSEP and a lower
rSO2 value of 59%.
This data contrasts with the results of another study
which showed that cerebral saturation lower than 54–56.1%
andadecreasegreaterthan15.6–18.2%predictsneurological
impairment [20].
A recent study reported the relationship between pro-
longed rSO2 desaturation and cognitive changes, showing
impairment below a rSO2 threshold of 50% [21].
In our sample, mean lowest rSO2 value was 56.3 ± 10.2
(95% CI 55.4–57.2, range 20–91), and the median value was
57%.However,298patientshadanL-rSO2 <59,194patients
<54 and ﬁve <30; only two of these were symptomatic at
awakening. We also performed studies on cognitive changes;
however, these modiﬁcations were not included as part of
this particular study.
In a study including 594 patients operated under GA
without shunting, the best cutoﬀ was 11.7%, with a sensi-
tivity of 75% (95% CI 71–78) and a speciﬁcity of 77% (95%
CI 74–80). A cutoﬀ of 20% showed a lower sensitivity (30%)
but a higher speciﬁcity (98%) in identifying complications,
with a PPV of 37% and a NPV of 98% [22].
In another recent study under LA, the cut-oﬀ drop indi-
catingtheneedforshuntwas19%,withasensitivityof100%,
a speciﬁcity of 98%, a PPV of 82%, and a NPV of 100% [23].
Brain perfusion is modiﬁed by head position, blood
pressure, and heart and respiratory rate, plus autoregulatory
response (also in GA) or by administration of vasoactive
drugs. For this reason, it is diﬃcult to compare results ob-
tained under LA with those obtained under GA. Moreover,
weagreewithGough[24]andMcClearlyetal.[25]aboutthe
impossibility of applying criteria for shunt insertion under
GA derived by CEA under LA.
As we know that neurological deﬁcit follows a persistent
ﬂow decrease, we introduced a variable “time” in the shunt
decision. On this basis, we decided to evaluate the diagnostic
accuracyofthismonitoringforanrSO2 decreasegreaterthan
20%or25%,inthepreventionofcerebralclampingischemia
during CEA. A single center study avoided the bias linked to
multiple surgical and anesthesiological staﬀ.
In our sample, using NIRS to identify the need for shunt,
we did not observe any strokes. The three TIAs occurred in
patients with a delta-rSO2 greater than 25%; patients no. 1
and no. 3 presented a very low rSO2 value after clamping; SP
indicated the need for shunt only in patient no. 2.
NIRS allowed us to monitor modiﬁcations of cerebral
oximetry during all surgery phases, from anesthesia to head
positioning and awakening. Utilizing this tool, we used a
shunt in 41 (8.7%) of patients; based on the initial rSO2
value, the number patients with indication to shunting
would have been 30 but in the other 11 patients CO decreas-
ed during surgery without correction by anesthetic manage-
ment. Here NIRS was useful in showing delayed rSO2
reduction leading to shunt insertion also in these patients.
Furthermore, it was useful to alert promptly of shunt
malfunction. Using a delta rSO2 cutoﬀ ≥ 15%, 20%, 25%,
and 30%, we would have used a shunt in 185, 107, 47, and 22
patients, respectively. Using SP at 50mmHg cutoﬀ (derived6 Stroke Research and Treatment
by our previous experiences), we would have used a shunt in
172 cases or in 102 cases using a cutoﬀ of 40mmHg.
The reliability of NIRS in our sample was high (95.38%),
with a sensitivity of 100% and a speciﬁcity of 95.36%. The
number of false positives was 4.6% using NIRS with rSO2
cutoﬀ of 25% against 44.6% using SP. The lack of false
negatives with CO in our study, even using a 25% decrease as
cutoﬀ,o ﬀers an important safety beneﬁt.
Lee et al. [26] showed a relationship between rSO2 de-
crease and SP (r = −0.57, P = 0.002); however in our sample
this relationship was very weak (r = −0.26 P<0.0001).
Evaluation of our postdeclamping data is very useful.
Generally we observed a prompt rSO2 increase (within 5
seconds),slightlyhigherthanbaseline.Inpatientswithapre-
servedbaroreﬂex,systemicbloodpressuredecreasedwiththe
secondary lowering of CO. The absence of an increase may
be related to carotid thrombosis or hemodynamic failure.
Signiﬁcantly high values can be predictive of hyperperfusion
[27].Inoursample weobservedonly12(2.5%)casesoftem-
porary hyperperfusion that induced a strict control of sys-
temic blood pressure.
8. Conclusions
It is not possible to show functional changes under GA with-
out using EEG and/or SSEP (with the reported limits) as can
done under LA or GA with remifentanyl conscious sedation,
being only possible to show transient or permanent neuro-
logic deﬁcits at awakening.
For this reason, the purpose of our monitoring was to
prevent TIAs and strokes related to carotid clamping, with-
outroutineshuntingandtodemonstratethesuitabilityofthe
cutoﬀ. This protocol did not include a routine postoperative
neuroimaging; however, we performed a CT-scan in all pa-
tients showing any symptoms or at risk, without evidence of
new ischemic areas.
The results of this study suggest that during CEA, under
GA, monitoring of cerebral oxygenation by NIRS is a reliable
method, using a cutoﬀ of 25% or a cutoﬀ of 20% for pro-
longed hypoperfusion. The absence of false negatives con-
ﬁrms its safety. Based on our study sample, we are unable to
propose a lower value as cutoﬀ for shunting; however, it is
certainly lower than those proposed under LA. In considera-
tion of data reported by Slater et al. [21], we agree that there
is need for further study of this complication in CEA.
In conclusion, NIRS cannot exclude ischemic damages
due to embolism during carotid preparation or after declam-
ping, which can only be showed by TCD, a useful tool parti-
cularly in teaching hospitals. Our study also does not pro-
vide information about clamping ischemia not followed by
neurologic deﬁcits at awakening, which are not important if
they are not responsible for cognitive deﬁcits, as suggested by
some studies.
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